Side effects in bicarbonate dialysis due to low dialysate pH.
In six commercially available bicarbonate containing dialysates pH and pCO2 were determined. Side effects resulted from low pH and high pCO2. Use of two of the six dialysates was associated with fatigue, muscle cramps and somnolence.